


Connecting the manifold to the IVIS Spectrum 
 
 
 
 
Preparing the IVIS Spectrum 
 

1. Make sure that the anesthesic gas supply is off. 
2. Open the imaging chamber of the IVIS Spectrum, and remove Tubing A and 

Tubing B by disconnecting the two Luer connectors at the rear left of the imaging 


